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PROTOCOL
CT LUNG CA SCREENING

Indication 
LOW DOSE SCREENING

SERIES # 1

PARAMETERS

Slice thickness(mm) 2.5

Index (interval) 2.5

FOV PT SIZE (38CM OR LESS)

Algorithm STD

CONTRAST

Oral NO

IV NO

Amount

Bolus

Delay/trigger

SCANNING

Start level LUNG APICES

Stop level

1CM BELOW POST CP 

ANGLE

Inspiration YES

Expiration NO

WINDOW RECONS

Soft tissue YES

Lung YES

Bone NO

Reformations

SAG AND CORONAL SOFT 

TISSUE AND LUNG RECONS

NOTES

120kV smart mA (50‐150). 

Ctdi 4 mGy.                

Screening CT's Require an 

ACR registry

Protocols 2022 Rev 2.8


