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PROTOCOL
CTA PULMONARY ARTERIES

SERIES # 1

PARAMETERS

Slice thickness(mm) 2.5

Index (interval) 2.5

FOV

 38CM, DECREASE 

PROPORTIONATELY

Algorithm STD MEDIUM

CONTRAST

Oral NO

IV YES

Amount 150CC (80CC OF 370)

Bolus 4‐5CC/S

Delay/trigger

BOLUS TRACK PULM. A 

@150HU OR 20SEC DELAY

SCANNING

Start level LUNG BASES

Stop level LUNG APICES

Inspiration YES ‐ STOP BREATHING

Expiration NO

WINDOW RECONS

Soft tissue YES

Lung YES

Bone NO

Reformations YES WITH 3D AND MIP

NOTES

Coach patient on proper 

breathing instructions prior 

to scan. Patient should not 

bear down and stop 

breathing when the scanner 

prompts them to. 
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