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PROTOCOL
CTA HEAD

SERIES # 1

PARAMETERS SUPINE AXIAL

Slice thickness(mm) 1.25

Index (interval) 1.25

FOV 22CM

Algorithm

CONTRAST

Oral NO

IV YES

Amount 50CC OF 350

Bolus 5CC/S

Delay/trigger

BOLUS TRACK 

TRIG@120

SCANNING

Start level SKULL BASE

Stop level DOME OF SKULL

Inspiration NO

Expiration NO

WINDOW RECONS

Soft tissue

Lung

Bone

Reformations

MIP sag and coronal.  

3D surface shaded 

tumble and roll 

recons after bone 

subtraction

NOTES
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