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PROTOCOL CTA Head & Neck 

***Stenosis or Aneurysm***

SERIES # 1

PARAMETERS

Slice thickness(mm) 1mm

Index (interval) 1mm

FOV 23cm FOV, decrease appropriately based on habitus
Algorithm See Below

CONTRAST

Oral NO

IV YES

Amount

Bolus

Delay/trigger

SCANNING

Start level 1cm superior to skull vertex

Stop level 1cm inferior to the aortic arch/vertex of skull

Inspiration NO

Expiration NO

WINDOW RECONS

Soft tissue

Lung

Bone

Reformations

Care kV 100/Care Dose4D 175/0.5 sec.               
Safire /dose optimization 3.0 /11.                    

ctdi – 10.4 mGy ,  dlp – 365 mGy.cm 

NOTES

Thin AXIAL MPR neck/brain cta: 0.75mm x 0.7mm , J30f smooth
Thin COR MPR neck/brain cta:     0.75mm x 0.7mm , J30f smooth
Thin SAG MPR neck/brain cta:     0.75mm x 0.7mm , J30f smooth
Thick AXIAL MIP neck/brain cta: 10mm x 3mm,       J30f smooth
Thick COR MIP neck/brain cta:      10mm x 3mm ,     J30f smooth
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